[A simple method of glucose measurement in human skin secretions].
A simple noninvasive procedure for measurements of glucose in skin secretion is described. The method is based on glucose oxidation reaction. Normal glucose content per cm2 is 1.9 +/- 0.9 nmol. A high correlation between blood glucose levels and skin excretion of glucose was detected in diabetics (r = 0.869).